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PREPARATION OF STANDARDS BY DILUTION OF CYLINDER STANDARD—Continued
[Cylinder Standard: Organic ———— Certified Concentration ———— ppm]

Standards preparation data:
Date:

Mixture 1 Mixture 2 Mixture 3

Injection time (24-hour clock)
Distance to peak (cm)
Chart speed (cm/min)
Retention time (min)
Attenuation factor
Peak area (mm 2)
Peak area *attenuation factor

Plot peak area *attenuation factor against calculated concentration to obtain calibration curve.

Figure 18–7. Standards Prepared by Dilution of Cylinder Standard
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